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Introduction 

These Release Notes detail the key changes to the software since version v7.0 and v6.1.4. This 

is an optional software update for customers looking to run the Infinium EX-48 workflow using 

ILASS v1.6 (Illumina Laboratory Automation Software Solution). 

If you are upgrading from a version prior to v7.0 or v6.1.4 please review the release notes for 

each version until ILIMS v8.0 for a list of features and bug fixes introduced in each version.  

I. Illumina LIMS Software 

NEW FEATURES: 

• Illumina LIMS v8.0 release allows the Illumina LIMS software to integrate with Illumina 

Laboratory Automation Software Solution (ILASS) Infinium Module v1.6 and run the 

automated EX genotyping workflow with EX-48.    

 

KNOWN ISSUES: 

• Database locks under heavy loads. 

• When revisioning a product, LIMS does not verify the stripe count of the new product 

version matches the stripe count of the old version. 

• When accessioning BeadChips, LIMS does not verify stripe count. 

• BPM file association at product accession does not verify section count in BPM file, however 

at “Update BeadChip Product”, the BPM file update does verify the section count (system is 

inconsistent). 

• Users can run the “Make MSA7 ST” task using a batch that is queued to “Completed 

SampleBatch”. 

• Users can run “Fragment MSA7 ST” task using MSA7 plate queued to Fragment MSA7 HT. 

• In rare cases, long-running SQL transactions have been observed in large databases. 

• Reagents manually queued to task name can be verified as acceptable for that task. 

Normally reagents would be new or queued to "Used Reagent". 

• Some Web Tasks (“Coat BC2”, “Confirm for Hyb”) have non-optimal tab order. 

• Task MSA8 “Prepare Hyb Chamber” presents odd behavior after errors related to data 

missing from the first column. 

• In the “Coat BC2 task”, if the user attempts to verify with only PB1 reagent entered, data 

will disappear and reappear from the text fields. 

• If a user has selected an inactive, awaiting archive, or archived project before they click the 

"new project" button, the user is unable to set the new project as "active" when creating the 

project. 

• In the “Institute Samples” task the user is able to highlight multiple samples, the “Plate 

Detail” sub-panel of the task will populate based upon the last sample highlighted. The 

system should only allow 1 row to be highlighted at a time. 
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• During the archive process, if the LIMS system cannot access or create the archive folder 

during an otherwise normal archive, the files to be archived will be deleted and LIMS will 

report the archive as successfully completed. 

• There is a legacy issue with the display of the EULA in LIMS PM where portions of the text 

are not visible. 

• Reagent Usage Report retrieving reports by “Product” can run into memory limitations when 

reporting on products that have > 1,000,000 samples. 

• White spaces are not supported in reports (e.g. clicking hyperlinks in Get Item History from 

Reports, results in an error. 

• Plate Information in Confirm for Hybridize is not cleared after entering a new barcode that is 

invalid. 

• MSA7 samples are sometimes unable to progress through the queue when completed in SIM 

mode. Retry needed. 

• Refresh times for Reports data may not match the actual refresh configuration if the 

configuration is changed from the default setting. 

• Submitting changes after executing a report request results in an Linx-480 exception. Retry 

report request with updated parameters. 

• Previous system messages remain on screen until there's a new message. 

• Error message is unclear when date range is incorrectly entered in reverse order ("From" is 

later than "To"). 

• Projects awaiting archive are available for selection in Reagent Usage Reports.  

• EX workflow: Reagent usage data is available only at the plate level, not sample level. 

Reagent to sample association in the Reagent Usage report may be inaccurate.  

• Some DMAP files do not update to the appropriate queue. Re-running the process completes 

the process.  

 

KNOWN ISSUES ON ILASS WITH ILIMS INTEGRATION: 

• EX-24 with ILIMS integration is not supported but appears as a Product Type option. No 

impact if selected.  

• An unexpected error appears if ILIMS is initially connected, but the ILIMS adapter stops, 

when trying to Start a step. 

• Error message does not provide additional details when user fails to enable LIMS due to 

ILIMS adapter service is down. 

 

 



  Title: Illumina LIMS v8.0 Software Release Notes 
Document Number:200067777, Rev: 00 

Effective Date: 04-Jun-2025 02:01 to UP (NONE) 
Page 4 of 4 

Template, Software C ustomer Release Notes, Doc . No.: 15048849, Rev. 01  E ffective Date: 23-Jan-2023         P roprietary & C onfidential 

Release History 

Revision 
Release 

Reference 
Originator Description of Change 

00 CN 1117624 Angela Jin Initial Release 

 


